AlloDerm ® (LifeCell Corp.; Brancburg, NJ) is an acellular dermal matrix (ADM) that serves as an immunologically inert scaffold in plastic surgery. In breast reconstruction, it is used as a filler for lumpectomy defects and can be used to create the inferolateral portion of the tissue expander pocket or implant pocket in postmastectomy patients. However, there are limited reports of the radiologic findings of AlloDerm ® in patients who have undergone postmastectomy reconstruction. Familiarity with the imaging features of AlloDerm ® is essential for correct diagnosis. We report the ultrasonography features of AlloDerm ® in a 43-year-old female patient 3 months after postmastectomy reconstruction. It may help distinguish AlloDerm ® from tumor recurrence or other foreign body materials such as gossypiboma. This is important as misdiagnosis can often lead to unnecessary surgical intervention.
Introduction
AlloDerm ® (LifeCell Corp.; Brancburg, NJ) is an acellular dermal matrix (ADM) obtained from cadaveric human skin that has been processed to remove all antigenic epitopes and cells, resulting in an immunologically inert scaffold (1) (2) (3) . The remaining dermal matrix contains collagen, elastin, hyaluronic acid, fibronectin, proteoglycans, growth factor receptors and vascular channels, which allow for host cell migration and angiogenesis (1, 3, 4) . AlloDerm ® has previously been used in breast reconstruction (5, 6), abdominal hernia repair (7) (8) (9) , pelvic reconstruction (10, 11) , as well as head and neck contouring and reconstruction (12, 13) . In current practice, AlloDerm ® has become increasingly popular in plastic surgery, particularly breast reconstruction (1). It is used as a filler for lumpectomy defects (2, 3) and can be used to create the inferolateral portion of the tissue expander pocket or implant pocket in postmastectomy patients (1, 6) . However thus far, only a small number of reports have described the radiologic findings of AlloDerm ® in postmastectomy reconstruction patients (2, 3, 14) . This poses a diagnostic challenge, as radiologists may be unfamiliar with the imaging features of AlloDerm ® .
Buck et al. reported the case of a patient with a new palpable mass in her breast after mastectomy (15) . After surgical excision, it was confirmed to be a foreign body giant cell infiltration, secondary to the ADM used in reconstruction (15) . We herein report the ultrasonography features of AlloDerm ® in a 43-year-old female patient, 3 months after postmastectomy reconstruction. Enhanced characterization of this finding may help in distinguishing it from tumor recurrence or other foreign body material such as gossypiboma. This is important as misdiagnosis can often lead to unnecessary surgical intervention.
Case Presentation
A 43-year-old woman, who underwent left skin-sparing mastectomy for ductal carcinoma in situ 2 years before and delayed reconstruction 3 months before presentation, developed a palpable mass along the lower lateral aspects of her reconstructed left breast. Signs and symptoms suggesting inflammation, such as fever, tenderness, localized warmth or redness were not present. A targeted ultrasound examination was performed, and a 1.7 × 0.7 × 3.3 centimeter mass with smooth margins observed at the lower lateral aspect of the left breast, along the superficial margin of implant ( Figure 1A ). It appeared oval-shaped on transverse view ( Figure 1A ), whereas on the longitudinal view, it had a folded, sheet like structure ( Figure 1B aspect of the reconstructed left breast. The palpable area of concern (marked with BB marker on skin) was isodense to the surrounding glandular tissue ( Figure 1D ). On simple chest radiography, a band-like structure was demonstrated overlapping her reconstructed left breast ( Figure  1E ). This was not seen on her previous chest radiograph, performed prior to the reconstruction surgery ( Figure 1F ). Non-enhanced computed tomography (CT) of the chest demonstrated an oval-shaped lesion with soft tissue density along the superficial aspect of the implant ( Figure  1G ). After discussion with the plastic surgeon, this location and configuration was identified as consistent with the AlloDerm ® sling used in reconstruction surgery. Therefore, our final assessment was Breast Imaging Reporting and Data System (BI-RADS) category 2 (benign finding). The patient is currently doing well without evidence of recurrence of breast cancer.
Discussion
There are many different options for postmastectomy breast reconstruction. However, the application of ADM has become one of the main options for implant-based breast reconstruction (16) . ADM has many benefits over the traditional submuscular technique. These include, enhanced lower pole expansion, easier definition of the inframammary fold (IMF), a reduction in postoperative pain, and improved cosmetic outcomes (5, 6, 15, 16) . Thus, its use in breast reconstruction has become increasingly popular.
In postmastectomy patients, the pectoralis major muscles frequently provide insufficient inferolateral coverage for the tissue expander or implant, especially in thin women (5 (2, 3, 14) ; iso-signal intensity to glandular tissue on non fat-saturated T1-weighted image, and hypersignal intensity on fat-saturated T2-weighted image with non-to mild enhancement on dynamic contrastenhanced MRI. Enhanced radiologic characterization of AlloDerm ® may help in distinguishing it from tumor recurrence, postoperative change, fat necrosis, abscess or other foreign body material such as a gossypiboma. Careful correlation with the operative record and discussion with the surgeon may also be helpful in aiding a diagnosis. This is important in preventing a misdiagnosis and potentially unnecessary surgical intervention.
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